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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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JTSR-^M^IK yfcRTRUT cf§t fcrf^lfe 

Indian Standard 
SPECIFICATION FOR FIRST-AID DRESSINGS 



1 SCOPE 

Specifies the requirements of first-aid dressings. 

2 DESCRIPTION 

A first-aid dressing consists of an absorbent pad 
covered with an antistick material fixed to a self- 
adhesive plaster. The pad and the adhesive margin 
are covered with a suitable protector. The pad may be 
coloured, if necessary, with a suitable non-toxic dye 
and/or medicated with any permitted antiseptic. The 
dressings may be sterilized or medicated. The self- 
adhesive plaster can be film or fabric based. If it is 
film based, it should be perforated throughout and if 
fabric based, it may be perforated and the edges shall 
not show fray. 

3 MATERIAL 

3.1 Fabric — The fabric shall be plain woven and 
made from cotton or rayon or a blend of cotton and 
rayon. 

3.1.1 The fabric shall be reasonably free from spinning, 
weaving and processing defects. It shall be finished 
to a good white colour or dyed to any suitable colour 
with a non-toxic dye. The basic fabric shall conform 
to the particulars given in Table 1 . 

3.2 Film — The requirements for the film should be 
as agreed to between the manufacturer and the 
supplier. 

4 REQUIREMENTS 

4.1 Description — The dressing shall be circular, 
square or rectangular in shape. 

4.1.1 The pad shall be fixed as centrally as possible to 
a self-adhesive dressing. 

4.1.2 The width of the adhesive margin shall be not 
less than 10 percent of the overall dimensions of the 
dressing. The width of the adhesive margin on any one 
side shall be not less than half of the adhesive margin 
on the opposite side. 
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Table 1 Manufacturing Particulars of Basic Fabric 

(Clause 3.1.1) 



Particulars 



Requirements 



Method of Test, Ref to IS 



Ends per dm, Min 
Picks per dm, Min 
Weight, g/m 2 , Min 



2501 IS 1963 : 1981 'Methods for determination of threads per unit length in woven fabrics {second 

230J revision)' 

115 IS 1964 : 1970 'Methods for determination of weight per square metre and weight per linear 

metre of fabrics (first revision)' 



(7^^3.1.1) 



fc|cKU| 

3T^T (Ends) "3% ^1hU<, ^7c7¥ 
^RH (Picks) ¥fcT ^#Rta, ^7c7¥ 



250 1 3TTfq^T 1963 : 1981 '"f^ ^Tff 3 ^T (Thread) "5Tl% ^Flf oTRFT 3 ft*^ ^t 

230 J ftfa (<£FR7 TJ^Ktm) ' 

115 3TTf^T 1964 : 1970 'W^ ~$ *TR Ufa cpf Tflz* c[ ^R ¥fcT off^T ^ta i%^fT^ 



4.1.3 The pad and the margin of adhesive surface shall 
be covered by a suitable protector. The pad shall not 
get detached from the plaster when the protector is 
removed. 

4.2 Dimensions 

4.2.1 The dimensions of the dressing shall be as agreed 
to between the purchaser and the manufacturer. 

4.2.2 The length shall not be less than 98 percent of 
the stated length. The width shall not be less than 95 
percent of the stated width. 

4.3 Self-Adhesive Plaster — Self-adhesive plaster 
shall be applied evenly with a pressure sensitive 
adhesive mass which shall not off-set while removing 
the protector. The adhesive mass may be made porous 
or permeable to air. 

4.4 Sterilization — The dressing may be sterilized or 
medicated. It may be sterilized by any suitable 
sterilization process in accordance with IS 10150 : 
1981 'Guide for sterilization of medical products' . The 
sterility shall be tested as specified in British 
Pharmaceutical Codex 1973, Appendix 28, Page 917. 

4.5 Pad (With or Without Medication) — The pad 

is a piece of suitable absorbent material. It may be 
dyed and/or medicated with suitable mendicants. If it 
is medicated, the medication shall be as uniform as 
possible and the content of medication shall be between 
70 to 130 percent of that claimed on the label. 

5 SAMPLING AND CRITERIA FOR 
CONFORMITY FOR FIRST-AID DRESSINGS 
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5.1 In any consignment all the first-aid dressings produced 5.1 feft "^ftcT ^RM ^ "^fl" WR WTO ^ffcRTR^T, «fr 
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under similar conditions from the same raw material and 
of the same dimension shall constitute a lot. 

5.2 The number of dressings to be selected from each 
lot shall depend upon the size of the lot and shall be 
in accordance with col 1 and 2 of Table 2. 

Table 2 Number of Dressing to be Selected for 
Sampling 



Lot Size 


Sample Size 


Acceptance Number 


N 


n 




(1) 


(2) 


(3) 



Up to 300 


13 


1 


301 to 500 


13 


1 


501 to 1 000 


20 


2 


1 001 to 3 000 


32 


3 


3 001 to 10 000 


32 


3 


10 001 and above 


50 


5 



5.2.1 These dressings shall be selected from the lot at 
random and in order to ensure the randomness of 
selection, procedures given in IS 4905 : 1968 'Methods 
for random sampling' may be followed. 

5.3 Number of Tests and Criteria for Conformity — 

The number of dressings selected at random in 
accordance with col 1 and 2 of Table 2 shall be tested 
for general requirements (4.1) and dimensions (4.2). 
The lot shall be considered as conforming to these 
requirements if the number of defectives found in the 
sample is less than or equal to the corresponding 
acceptance number of defectives as given in col 3 of 
Table 2. 

5.4 If the lot is conforming to the requirements as 
mentioned in 5.3, the test for fabric (3.1), self-adhesive 
plaster, plaster (4.3), sterilization (4.4), and pad (4.5) 
shall be carried out. All the dressings in the sample 
shall be divided into four more or less equal parts and 
the dressings in each sub-sample shall be tested for the 
above mentioned test. The lot shall be considered as 
conforming to the respective requirement if none of 
the dressings in each sub- sample fails in that particular 
requirement. 

5.5 The lot shall be considered as conforming to the 
standard if 5.3 and 5.4 are satisfied. 

6 PACKAGING 

If sterilized, the packing must be adequate to maintain 
the sterility of the dressing. 

7 MARKING 

Each pack shall be marked with the following 
information: 

a) Generic name and the trade name, if any, of 
the product; 



5.2 w^ ik 3 ift M yfa*m<Ji ^t wn 3r % ~m 
w: fnft ^tnt affc wtf 2 % ^tqtr 1^2% st^tk 



N 
(1) 


n 
(2) 


O rN 


(3) 



300 cRT 


13 


1 


301 3 500 cRT 


13 


1 


501 3 1 000 cT^" 


20 


2 


1 001 ^T 3 000 cRT 


32 


3 


3 001 ^r 10 000 crt 


32 


3 


10 001 affc srfer 


50 


5 



5.2.1 3*f ^ ^l£°tfdl fafa 3 FT Srfcn3R°ff ^T ^m #TT 
affc ^^ -$ ^fW+dl ^nT^cl ^t % %!* 
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if ^fl" TTRraiW ^ ^R 3#W ^TT ^FT WTFT ^TPff i$ 
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"CRt^FT % %TT "qft^FT f^TT ^1 3TTT "Nfa 3T^^fT ^ 
^ *ft "3?^ ^fe ^ ^ yfd^K"l 3RTO^T ^T "^TT f 
eft ^T ^T 9bHI^K 3T^^T % 3?5^r ^TH #RTT ^frxT| 

5.5 ^ff W\ ^TH^ % 3?3^q ^^T ^Tfj ^ 5.3 affc 
5.4 ^ ^fjfe #ftl 

6 fcfrf^Fl 
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b) The name of the dye or colour, if used on the 
pad, should be stated on the label; 

c) Manufacturing Licence No. and registered 
address of the manufacturer; 

d) Dimensions and quantity of dressings; 

e) Batch No.; 

f) Month and year of manufacture; 

g) The name and proportion of the medicament, 
if present; and 

h) If sterilized, it should be stated so on the label. 

7.1 ISI Certification Marking — Details available 
with the Indian Standards Institution. 



?T) "3?qK dl^-H WTT "qof vicMKob cfn <faW 



7.1 37TfT^37Tf "SRFFT fw 



"faWT Wfa ^FT^ 



-pjq-^RR yfd^KU| ^rr "R^T sfrqffepff % 3^M<rW #f "qT ^ W\ 1%^cff ^ U*H<J| 3 ^FT % foTQ; f^TT ^TM fl 

EXPLANATORY NOTE 

First-aid dressing is used as an aid to protect the injured part from infection, when immediate medical attention is 
not available. 



In case of dispute in interpretation, English version of this standard shall be authentic. 



Bureau of Indian Standards 

BIS is a statutory institution established under the Bureau of Indian Standards Act, 1986 to promote 
harmonious development of the activities of standardization, marking and quality certification of goods 
and attending to connected matters in the country. 

Copyright 

BIS has the copyright of all its publications. No part of these publications may be reproduced in any form 
without the prior permission in writing of BIS. This does not preclude the free use, in the course of 
implementing the standard, of necessary details, such as symbols and sizes, type or grade designations. 
Enquiries relating to copyright be addressed to the Director (Publications), BIS. 

Review of Indian Standards 

Amendments are issued to standards as the need arises on the basis of comments. Standards are also reviewed 
periodically; a standard along with amendments is reaffirmed when such review indicates that no changes are 
needed; if the review indicates that changes are needed, it is taken up for revision. Users of Indian Standards 
should ascertain that they are in possession of the latest amendments or edition by referring to the latest issue 
of 'BIS Catalogue' and 'Standards : Monthly Additions'. 

This Indian Standard has been developed from Doc No.: CPDC 19 (1688). 
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